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We present an experimental study of the bending waves of freestanding Si3N4 nanomembranes
using optical profilometry in varying environments such as pressure and temperature. We introduce a
method, named Vibrometry in Continuous Light (VICL) that enables us to disentangle the response
of the membrane from the one of the excitation system, thereby giving access to the eigenfrequency
and the quality (Q) factor of the membrane by fitting a model of a damped driven harmonic oscillator
to the experimental data. The validity of particular assumptions or aspects of the model such as
damping mechanisms, can be tested by imposing additional constraints on the fitting procedure. We
verify the performance of the method by studying two modes of a 478 nm thick Si3N4 freestanding
membrane and find Q factors of 2× 104 for both modes at room temperature. Finally, we observe a
linear increase of the resonance frequency of the ground mode with temperature which amounts to
550 Hz/◦C for a ground mode frequency of 0.447 MHz. This makes the nanomembrane resonators
suitable as high-sensitive temperature sensors.

I. INTRODUCTION

Nanomechanical membranes are extensively used in a
variety of applications including among others high fre-
quency microwave devices [1], human motion detectors
[2], and gas sensors [3]. Membranes of manifold mate-
rials such as silicon, siliconnitride, siliconcarbide, mono-
/multi-layers of graphene, and transition metal dichalco-
genides (e.g., molybdenumdisulfide) have been recently
studied regarding their nanomechanical properties [4–11].
Membranes inside an optical cavity allow a coherent cou-
pling of optical and mechanical degrees of freedom. This
opens up fascinating possibilities for studying the bound-
ary between classical and quantum physics [12, 13], such
as optical cavity cooling [14], ultra precise mass spec-
trometry [15, 16] and many more. Different nanostruc-
tures can be processed on membranes which can be pat-
terned laterally by using dry etching or focused ion beam
techniques (e.g., for realizing phonon wave guides [17]).

The Q factors of different vibration modes of commer-
cial high-Q siliconnitride membranes ranging from 106 to
107 at low temperatures have been reported [18–20]. The
resonance frequency is sensitive to the environment tem-
perature [9]. The exploration of the temperature depen-
dent mechanical properties of membranes is particularly
important because it provides the possibility to control
the mechanical properties of nanomembrane devices. Liu
et al. [9] found that time-dependent modulation of the
heating provided by laser irradiation, promotes rapid en-
ergy exchange between coupled vibration modes, thereby
tuning the mechanical mode frequencies by more than
12% by optical heating.

Depending on the material, the thickness, the lateral
size of the membrane, and the excitation state, the eigen-
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frequencies of bending waves of nanomembranes may
range from a few kHz to several 100 MHz [6], those of
thickness oscillation may even exceed 100 GHz [21], re-
quiring a versatile excitation and detection method able
to operate in this wide frequency range and to resolve
small vibration amplitudes in the nanometer range. Op-
tical interferometry in combination with piezoelectric ex-
citation is such a method [6]. With this method we also
achieved the spatially resolved measurement of the stress
tensor in thin membranes using bending waves [22]. How-
ever, the interferometer detects the response of the com-
plete system consisting of the excitation system and the
membrane under study. In general, the excitation sys-
tem may also show resonances in a wide frequency range
of the membrane vibrations. Therefore we developed a
method called Vibrometry In Continuous Light (VICL)
with customized scripts to decompose the total response
into the contributions of the membrane and of the excita-
tion system. Through this method the eigenfrequencies
and Q factors of the membrane can be characterized.

II. EXPERIMENT

The membranes are fabricated using wet etching in
aqueous potassium hydroxide (KOH). A 0.5 mm thick
commercial (100) silicon wafer which both sides are
coated with a layer of silicon nitride is applied. Silicon
nitride layers with different thickness can be applied on
silicon wafers. The membrane is fabricated on the front
layer, and the backside layer serves as an etching mask.
Laser ablation is used to open the etching mask with a
typical size of 1 × 1 mm2. Membranes with different
sizes can be obtained by controlling the size of opened
etching masks. Using anisotropic etching in KOH, a hole
is etched through the openings of the mask. After about
twenty hours the KOH solution reaches the topside layer
and a membrane is formed, supported by a massive sil-
icon frame. The cross section of a free-standing silicon
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FIG. 1: (a) Cross section of a free-standing silicon
nitride membrane supported by a 0.5 mm thick silicon

substrate. (b) Sketch of the measurement setup showing
the membrane chip, the piezo ring, the vacuum chamber
and the objective is shown above. Pressures from 10−2

mbar to 102 mbar can be applied. (c) Camera view of a
298 × 296 µm2 membrane under the imaging

interferometer objective using continuous light.
Resonance vibration measurement area is indicated by

the green frame. Here the membrane is in the (1,2)
mode, as indicated by the blurring of the almost

diagonal interference lines. (d) False color image of an
amplitude profile of the membrane recorded at an

excitation frequency of 909 kHz by the interferometer,
corresponding to the (2,2) mode. For this picture the

membrane oscillation is driven in the nonlinear regime.
The height of the area at the boundary of the

membrane and along the nodes (dark blue) is close to 0
nm, the maximum amplitude of the centers of the

excited mode (dark red) is nearly 200 nm.

nitride membrane supported by a silicon substrate is pre-
sented in Fig. 1(a).

The chip carrying the membrane is glued to a piezo
ring, and the piezo is then glued to a massive brass block.
Bending waves of the membranes are excited by applying
an AC voltage VAC to the piezo. The sample is placed
in a vacuum chamber connected to a pressure controller
(see Fig. 1(b)), so we have full control over the pressure
of the surrounding atmosphere in a pressure range from
p = 0.001 mbar to atmospheric pressure. Analysis in
the below we use a smaller pressure range because of the
finite signal-to-noise ratio (SNR) at very low ands very
high pressures. The surface of the membrane is observed
by an imaging interferometer using continuous light, see
Ref. 23. The observed interference pattern represents the
surface profile of the sample as exemplified in Fig. 1(c).
In principle, a high amplitude gives a high SNR. However,
when the oscillation amplitude exceeds a few percent of
the light wavelength, the contrast of the interference pat-
tern is reduced. For an amplitude of about 20% of the

light wavelength, the contrast vanishes completely, as vis-
ible in two areas in Fig. 1(c). Below this threshold, the
interference fringes can be used to quantitatively mea-
sure the vibrational amplitude. For measuring resonance
curves, it is therefore necessary to adjust the amplitude
of the excitation when varying the frequency to keep the
amplitude in a suitable measurement range. Fig. 1(d)
shows a measurement example for the (2,2) eigenmode
with a well-adjusted amplitude.

The oscillations excited by piezo ring are coupled into
the silicon chip and lead to an oscillation of the mechani-
cal support of the membrane that itself excites the mem-
brane to oscillate. An example of such a measurement for
a membrane with a lateral size of roughly 400× 400 µm2

and a thickness of 400 nm is shown in Fig. 2(a). The dif-
ferent curves correspond to resonance curves measured
at different pressures corresponding to the same color
code as in Fig. 3 that we will discuss below. The fre-
quency range is adapted to the width of the resonance
curve. We observe a pronounced decrease of the reso-
nance width when lowering the pressure, indicating that
at high pressure the oscillations are damped by viscous
friction with the air environment. Panel (a) shows that
for low pressure the amplitude |A| features a pronounced
resonance around f = 1.023 MHz superimposed by small
amplitude fluctuations throughout the whole frequency
range. These background oscillations are attributed to
the excitation system, while the resonance is identified
as the (1,2) mode of the membrane. A zoom into the
resonance is shown in the inset of panel (a). At higher
pressure the background oscillations are of comparable
size than the resonance itself, thereby hiding the shape
of the resonance. In the following we describe how the
contributions of membrane resonance and excitation sys-
tem can be disentangled.

III. DATA ANALYSIS

A. Free-fitting model

We do not attempt to understand the mechanical de-
tails of the highly complex excitation system consisting of
the piezo, the supporting metal block, the chip as well as
the glue films in between. We will refer to it as the “exci-
tation system” and to its resonance amplitude as Aexc(ω)
in the following description. Its properties change from
sample to sample, because of their dependence on the
coupling strength of the sample to the excitation system.
Instead we will present how they can be determined from
the total response of the system. Three preconditions
have to be fulfilled for the method to be applicable: (1)
The amplitude of the excitation system shows a linear de-
pendence on VAC. This requirement is fulfilled for small
and moderate VAC. (2) Effects of the surrounding at-
mosphere on the excitation system are negligible. This
assumption is justified because of its high mass and low
surface area. (3) Feedback by the membrane motion on
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the excitation system is negligible. This is fulfilled for a
sufficiently large mass ratio between the excitation sys-
tem and the membrane. In our case it amounts to five
orders of magnitude.

As a consequence of linearity, the oscillation amplitude
of the mechanical support of the membrane is a prod-
uct of a function Aexc(ω) and VAC. Since the excitation
system resonance Aexc(ω) is assumed not to depend on
properties of the atmosphere or of the membrane, men-
tioned as precondition (2) and (3), it is a pure function
of ω.

If the amplitudes are sufficiently small, the membrane
can be modeled as a linear oscillator. Therefore the to-
tal absolute amplitude |A| of the membrane oscillation
is a product of the resonance Amemb(ω) of an isolated
membrane and the oscillation amplitude of the excita-
tion system

|A| = Amemb(ω) ·Aexc(ω) · VAC . (1)

In Eq. (1), only |A| and VAC are known from the ex-
periment. For Amemb the well known resonance curve of
a damped driven harmonic oscillator is assumed

Amemb =
S√

(ω2 − ω2
0)2 + 4β2ω2

, (2)

with an eigenfrequency ω0, a damping constant β and a
proportionality factor S measuring the coupling strength
between the membrane oscillation and the excitation os-
cillation provided by the piezo ring. In the following,
we present a way to separate the membrane resonance
Amemb from the excitation system resonance Aexc and to
obtain the parameters ω0, β and S.

The amplitude |A| is measured as a function of ω for N
different pressures pi of the surrounding atmosphere, and
|A|i is the corresponding amplitude. The parameters ω0i,
βi and Si in Eq. (2) for Amemb as well as the excitation
voltage VACi are also allowed to be pressure dependent.
If all the parameters are given, Aexc(ω) can be calculated:

Aexc(ω, {ω0i}, {βi}, {Si})

=

N∑
i=1

Wi(ω, {ω0i}, {βi}, {Si})

· |A|i(ω)

Amemb(ω, ω0i, βi, Si)VACi
. (3)

According to Eq. (1) the fraction on the bottom right is
equal to Aexc(ω) for each addend. Therefore the weighted
average using a weight function with

∑
iWi ≡ 1 is also

equal to Aexc(ω). The choice of Wi is arbitrary. We use

Wi(ω, {ω0i}, {βi}, {Si}) =
wi(ω, ω0i, βi, Si)∑
j wj(ω, ω0j , βj , Sj)

wi(ω, ω0i, βi, Si) =
Amemb(ω, ω0i, βi, Si)

maxω′ [Amemb(ω′, ω0i, βi, Si)]

with maxω[Amemb] denoting the maximum of the mem-
brane resonance curve. This choice of the weight function

FIG. 2: (a) Measured resonance curves (i.e., oscillation
amplitudes normalized by the excitation voltage as a
function of frequency of a Si3N4 membrane (400 nm

thick and lateral size of 416 × 398 µm2)) are shown as
dots. Each curve corresponds to a different atmospheric

pressure in a range of almost 5 orders of magnitude
from 1.6 × 10−2 mbar for the highest to 992 mbar for
the lowest curve. For a quantitative scale of pressures

see Fig. 3 where the same color code is used. The solid
lines are results of a fit of |A|j(ω) which is defined in

the supporting information. The curves are shown for a
selection of pressures to enhance clarity. (b) Amplitude
of the excitation system Aexc defined in the supporting
information. The product Amemb ·Aexc (solid lines in

(a)) is used to fit the experimental data. (c) Membrane
resonance amplitudes Amemb. The inset shows a

magnified view of the low pressure peaks located inside
the light gray rectangle in the main panel.

is advantageous, because data points with high ampli-
tude and therefore higher signal-to-noise ratio are given
a higher weight. In Fig. 2 the factors of Eq. (1) deduced
by this analysis are plotted as a function of the excitation
frequency. The dimensionless response of the excitation
system, Aexc, shown in panel (b) fluctuates around an
average of 0.55, but has no pronounced feature in the rel-
evant frequency range. Panel (c) displays the corrected
response of the membrane Amemb, where now the reso-
nance is clearly discernable also for high pressures.

In Eq. (1) Amemb and Aexc depend on the parameters
{ω0i}, {βi} and {Si}. Therefore it can be used to find
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the best fit values for {ω0i}, {βi} and {Si}:

∀j : |A|j(ω) =Amemb(ω, ω0j , βj , Sj) (4)

·Aexc,0(ω, {ω0i}, {βi}, {Si}) · VACj

with Aexc,0(ω, ...) =
Aexc(ω, ...)

〈Aexc(ω′, ...)〉ω′

where Aexc,0 is Aexc normalized by its respective, pres-
sure dependent frequency average. If ({ω0i}, {βi}, {Si})
is a solution, without normalization, using Aexc instead
of Aexc,0 in Eq. (4), ({ω0i}, {βi}, {cSi}) with an arbi-
trary constant c 6= 0 will also be a solution, since Amemb

in Eq. (2) is proportional to c and Aexc in Eq. (3) is
proportional to 1/c. This ambiguity is avoided by the
normalization of Aexc to Aexc,0.

A least-square optimization algorithm is used to com-
pute an approximate solution for {ω0i}, {βi} and {Si}.
The number of free parameters is 3N , but can be re-
duced by forcing additional constraints on the so far in-
dependent parameters, as we will demonstrate in later
discussion.

A graph of the best fit parameters for a fit with 3N
free parameters as a function of pressure is shown as col-
ored dots in Fig. 3. Instead of the damping parame-
ter β the equivalent but more accessible quality factor
Q = ω0/β is shown in the upper panel. The Q factor
increases by almost 4 orders of magnitude when lower-
ing the pressure from atmospheric pressure to 50 mbar.
At very low pressure (p < 0.05 mbar) the Q factor satu-
rates, indicating that the remaining damping is given by
intrinsic properties of the sample. In the second panel,
the resonance frequency of the corresponding undamped
oscillator f0 = ω0/2π is shown. f0 is almost indepen-
dent of pressure up to values of p ' 30 mbar. For higher
pressure it decreases, indicating that the strong damping
limit is approached. Since the parameters Si strongly
depend on the normalization of Aexc,0 of each membrane
resonance curve, and Aexc,0 a group of N curves de-
notes which a matrix, we show instead in panel (c) of
Fig. 3 the more descriptive effective excitation ampli-
tude of the membrane frame Aexc,eff, which is defined as
follows: Comparing Eq. (1) and (2) to the well known
formulas of the driven damped harmonic oscillator, we
conclude that the amplitude of the excitation system is
SiAexc(ω)VAC/ω

2
0 . The effective amplitude is defined as

the excitation system amplitude averaged using Amemb

as a weight function

Aexc,eff,i =

∫
dω[Amemb(ω, ...) · SiAexc(ω)VAC

ω2
0

]∫
dωAmemb(ω, ...)

. (5)

The Aexc,eff of the excitation system has a similar pres-
sure dependence as VAC, as anticipated. VAC, shown in
Fig. 3(d) was varied roughly linearly with pressure to
keep the absolute amplitude within a similar range. The
effective amplitude factors Si,eff in panel (e) are defined
as:

FIG. 3: Visualization the fit parameters as a function of
the pressure of the surrounding atmosphere. The
colored dots show the results of a fit with 3N free

parameters. The color of the dots is the same as that of
the corresponding curves in Fig. 2. The black dots and
lines correspond to a fit with additional constraints, see
text. The horizontal error bars are determined from the

experimental values of the pressure sensors and the
vertical error bars correspond to the Full Width at Half

Maximum (FWHM) of the resonance curves. The
quality factor Q is plotted in panel (a), the

eigenfrequency of the corresponding undamped
oscillator f0 = ω0/2π in panel (b), Aexc,eff in panel (c),

and the excitation voltage VAC in panel (d). The
proportionality factors Si,eff corresponding to the

coupling strength between the excitation oscillation and
the membrane oscillation are plotted in panel (e).

Si,eff =
Aexc,eff,i

VAC
· ω2

0 (6)

This first analysis shows that for a given pressure the
resonance curves can successfully be decomposed into the
contribution of the excitation system and the system it-
self, justifying the assumptions made at the beginning.
However, this free fitting with 3N parameters does not
reveal the reasons for the pressure dependence of Q and
f0. To do so, several additional constraints that relate
the fitting parameters deduced for the individual pressure
values can be applied.
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B. Fitting with constraints

Imposing constraints reduces the number of indepen-
dent fitting parameters. In the free-fitting model with
3N free parameters, Si, f0, and β are all individual pa-
rameters for each pressure value. To demonstrate the im-
pact of the constraints, we use the following three, phys-
ically motivated constraints: 1) If the coupling between
the excitation system and the membrane was indepen-
dent of pressure, S should be single-valued throughout
the whole excitation range. We set here the slightly re-
laxed constraint of one S1 per excitation voltage decade.
In the given example this constraint reduces the num-
ber of independent fitting parameters from 3N = 72 (for
24 pressure values measured) to 2N + 4, since VAC is
varied over four orders of magnitude. 2) Above a cer-
tain pressure threshold (1.5 mbar in the present case) we
assume a linear decrease of f0, reducing the number of
independent parameters by the number of measurement
points above the pressure threshold, plus 1 to describe
the linear decrease. In the present case to 2N − 2 = 46,
since 7 data points are above the threshold. 3) Finally,
the third constraint is that β is a linear function of the
pressure, corresponding to viscous friction, resulting in a
final number of N = 24 independent fitting parameters.

As presented in Fig. 3, the black dots and lines rep-
resent the fitting results when using all three additional
constraints. We obtain a general good agreement be-
tween the fitting results of the free and the constrained
model, except for the undamped eigenfrequency f0 in
the high pressure range 50 < p < 500 mbar, where the
freely fitted results are systematically higher than the
constrained ones. In this pressure range the amplitude
of the membrane oscillation is relatively small compared
to Aexc, increasing the uncertainty with which f0 can be
determined. Still, the error bar is smaller than the devia-
tion, meaning that at least one of the three constraints is
not well justified. We argue that constraint 2), (the lin-
ear decrease of f0) might be oversimplified. Nevertheless,
the trends are well-reproduced by the constrained fitting,
supporting the assumption that the membrane behaves
as an harmonic oscillator.

In the model with additional constraints, different
combinations of constraints and therefore different num-
bers of independent fitting parameters and different fit-
ting results are possible. Of course, other constraints can
also be chosen to test the applicability of other models
and the physical relations between the parameters. Once
a function of a specific physical model such as defects,
crystallization and temperature dependent stress of the
membrane has been established, it can be utilized as a
constraint. The validity of such a constraint can be ver-
ified by comparing the accuracy of the fitting results be-
tween the maximum number of free parameters and the
constrained model. When constraints describe the phys-
ical system inaccurately, the fitting results will deviate
systematically from the free-fitting model.

IV. RESULTS AND DISCUSSION

A. VICL test results: quality factor and
eigenfrequencies

We now apply this method to the ground mode and an
excited mode of a 478 nm thick Si3N4 membrane with a
lateral size of 298×296 µm2.

Figure 4 shows the results for the ground mode (labeled
the (1,1) mode, because it has one maximum in x and
one in y direction) of a membrane. In Fig. 4(a) and (c),
each curve represents a specific pressure: a lower pres-
sure gives rise to a sharper peak with a higher amplitude.
We also observe a slight shift of the resonance to higher
frequencies with decreasing pressure in the low-pressure
range, in contrast to the behavior of a damped harmonic
oscillator. At very low pressure even non-monotonic be-
havior of the resonance frequency on the pressure may
occur. We will comment on these two effects in the
following description. The frequency dependence of the
amplitude of the excitation system Aexc is presented in
panel (b) of Fig. 4. The fit results of the Q factor in
Fig. 4(d) increase with decreasing pressure as expected,
if the damping is dominated by the air environment. At
low pressure, the Q factor saturates, indicating that the
intrinsic damping of the membrane starts to dominate.
From the extrapolation to low pressure the intrinsic Q
factor and the eigenfrequency of the ground mode (1,1)
are estimated as Q = 2×104 and f0 = 0.447 MHz, respec-
tively. By comparing with the theoretical eigenfrequen-
cies expression: fm,n '

√
σ(m2 + n2)/(4ρL2), where σ,

ρ, L and (m,n) correspond to the tensile stress, mass den-
sity, lateral size of the membrane and the integer mode in-
dices representing the number of antinodes, respectively
[19, 20], with the values σ = 1.099×10−1 GPa (measured
by our phase shifting and surface amplitude method [6].
Details will be presented in a forthcoming publication),
ρ = 3180 kg/cm3, and L ' 3.0 × 10−4 m, for the (1,1)
mode, we obtain f1,1 ' 0.438 MHz, which is 2.0% lower
than our fitting results.

Now we discuss the excited (2,2) mode which has reso-
nance frequencies around 1 MHz. Curves measured in a
pressure range from 120 mbar to 0.091 mbar are plotted
in Fig. 5(a). Due to the relatively small amplitude of
this mode, the limited SNR, and the very large width of
the resonance curves, measurements at higher pressures
are not possible. Similarly, at low pressure very small
excitation amplitudes have to be used to stay in the lin-
ear oscillator regime. When increasing the excitation,
the shape of the resonance curves starts to deviate from
the Lorentz curve shape. As a result the accessible fre-
quency range is limited. As before, the contributions of
the membrane and the excitation system are separated
by the VICL analysis. The eigenfrequency of the (2,2)
mode is estimated as f0 = 0.909 MHz. For the (2,2)
mode, f2,2 ' 0.876 MHz can be determined by the the-
oretical eigenfrequency equation with a discrepancy of
3.72% compared with the fitting results.
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FIG. 4: Fitted VICL result of the ground mode (1,1) vibration of the Si3N4 membrane at 0.447 MHz. The measured
resonance curves under different pressures with their individual fitting are plotted in (a). The separated Aexc and
Amemb are plotted in (b) and (c), respectively. (d) Fitted curve of Q factor of the ground mode (1,1) vibration of the
Si3N4 membrane at 0.447 MHz. (e) Eigenfrequency of the corresponding undamped oscillator f0. (f) Proportionality
factors Si,eff corresponding to the coupling strength between the excitation oscillation and the membrane oscillation.

Black dots and lines plotted in subfigure (d - f) represent the corresponding constraint fitting results.

Figure 5(e) shows a significant shift of f0 of the (2,2)
mode in higher frequencies when the pressure is lowered.
This blue shift amounts to roughly 0.5 kHz below p = 3
mbar and is much more pronounced than for the (1,1)
mode that increases by roughly 0.1 kHz in the same fre-
quency range. In Fig. 5(d), the low-pressure limit of the
Q factor of the membrane is estimated to be Q = 2×104,
in agreement with the results for the (1,1) mode and
other modes for the same membrane (not shown). It also
fits well with the observed scaling with (L/h)2 reported
in Ref. 19, from where we extrapolate our membrane to
have a Q factor around 1.5 × 104. This agreement in-
dicates that the leveling off of Q at low pressure signals
indeed the onset of intrinsic damping. The decrease of
Q with increasing pressure for the (2,2) mode is weaker
than for the (1,1) mode, such that in general the (2,2)
mode has a higher Q factor than the (1,1) mode, indicat-
ing that the viscous damping of the environment is more
effective for the ground mode. This behaviour can be
understood since the integral displacement in the ground
mode is much bigger than in the excited (2,2) mode.

We now turn to the constrained fitting. The fitting re-
sults of the constrained model (black dots and lines in the
right panels of Fig. 4 and 5) approximately follow those
of the free fitting model. However, the fitting results for
the eigenfrequency of the (2,2) mode in the higher pres-
sure range, as shown in Fig. 5(e), deviate systematically
from the free-fitting results, indicating that constraint

2) does not accurately describe the experiment in that
range, probably due to the mechanism described above.
Another contributing possibility would be an enhance-
ment of the effective mass of the membrane due to the
inertia of the surrounding atmosphere, as observed ear-
lier for Si membranes [6]. The Si,eff presented in panel
(f) of Fig. 4 and 5 show a relatively weak dependence
on pressure, supporting the harmonic oscillator model,
in which a constant S is expected. For the (1,1) mode
the constrained fit results agree well with the free-fitting
results, except for the two data points at the extremes of
the pressure range. For the (2,2) mode the Si,eff values
of the free and the constraint model both scatter around
a constant value, and the deviation between freely-fitted
results and constrained results is smaller than the scatter.
We attribute the scatter to the small overall amplitude
which is a factor of 25 smaller than for the (1,1) mode.

B. Temperature dependent resonance frequencies

We now turn to a possible explanation of the frequency
shifts and increased scattering, especially in the lower
pressure range, which are directly presented in Fig. 5(c)
and 5(e). The f0 in the weak damping regime at low
pressure should be approximately constant according to
the expression of the damped driven harmonic oscillator
in Eq. (2). Possible reasons for the frequency shift in-
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FIG. 5: VICL results: fitted of the (2,2) mode vibration of the Si3N4 membrane at 0.909 MHz. The measured
resonance curves under different pressures with their individual fitting are plotted in (a). The separated Aexc and
Amemb are plotted in (b) and (c), respectively.(d) Fitted curve of Q factor of the (2,2) mode vibration of the Si3N4

membrane at 0.909 MHz. (e) Eigenfrequency of the corresponding undamped oscillator f0. (f) Proportionality
factors Si,eff corresponding to the coupling strength between excitation oscillation and membrane oscillation. Black

dots and lines plotted in subfigure (d - f) represent the corresponding constraint fitting results.

clude the following: When running a complete VICL test
at room temperature which takes about 3 hours under
continuous heat input, at low pressure the temperature
might not be constant. Further potential error sources
are the finite precision of the pressure measurement and
the stability of the electro-mechanical performance of the
piezo ring. However, the pressure sensors are well cali-
brated and the contribution of the excitation system in-
cluding the piezo ring is separated and extracted by our
analysis. Thus we argue that the temperature variation
might cause a slight shift of the eigenfrequency. To quan-
tify this effect we study the sensitivity of the response
curves of the ground mode of a Si3N4 membrane to tem-
perature changes, as shown in Fig. 6. We placed the
sample holder on an auto-controlled heating stage to ad-
just the temperature of the sample. The resolution of the
temperature control stage is 1 ◦C. The heating stage is
placed under the vacuum chamber and heats the whole
vacuum stage to the set temperature. Temperatures are
directly measured by the sensor which is fixed in the cop-
per stage and next to the sample. Since the interference
pattern is highly sensitive to any changes of the geometry
caused by thermal nonequilibrium (thermal expansion,
temperature gradients, etc.), we use the camera of the in-
terferometer to monitor the equilibration process, which
may take up to 2 hours. When the interference pattern
is stable in time we start the VICL measurements.

The curves have been measured for ascending tempera-
tures in a moderate vacuum range of 3-4 mbar where the
SNR is highest. The minimum setting temperature of
the heating stage is 38.0 ◦C. The resonance frequency
shift between the lowest and the highest temperature
is about 3.5 kHz with an approximately linear increas-
ing relation between the temperature and the resonance
frequency, presented in the inserted image of Fig. 6.
Thus the resonance frequency shift can be averaged as
550 Hz/◦C. This increase may arise from the different
thermal expansion coefficient of the silicon chip and the
Si3N4 membrane [24] and will be studied in more detail
in a forthcoming publication.

In Fig. 5(a) and 5(c), the frequency shift can be di-
rectly observed. The curves have been recorded for de-
creasing temperature. From 2 mbar down to 0.01 mbar
f0 increases by roughly 500 Hz. The temperature sensi-
tivity indicated above was determined for the (1,1) mode.
When assuming that the temperature change of f0 scales
with f0, we imply the temperature dependent resonance
frequency measurement on (2,2) mode and we find the
temperature sensitivity of the (2,2) mode of approxi-
mately 113 Hz/◦C, corresponding to a temperature in-
crease of 4.4 ◦C. Such a temperature increasing magni-
tude can well be caused by the heat dissipation of running
equipments of the VICL test. We therefore attribute the
deviations of these low-pressure data points to slight in-
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FIG. 6: Resonance curves of the ground mode vibration
at different temperatures of the Si3N4 membrane.

Curves are measured in a close pressure range of 3-4
mbar in order to eliminate the frequency shift caused by

different air damping. Temperatures are directly
measured by the sensor which is fixed in the copper

stage and next to the sample. Curves are measured at
25.0 ◦C, 38.0 ◦C, 44.5 ◦C, 50.8 ◦C, 57.4 ◦C, 64.3 ◦C and
70.0 ◦C. The values of the resonance frequencies fitted

from the resonance curves measured at different
temperatures are plotted in the inserted image. The

colors of the dots correspond to those of the resonance
curves. The values of the resonance frequencies follow a

linear tendency illustrated by the linear fitting result
(blue dashed line). The approximative values of Q

factors estimated from the resonance curves at different
temperatures with their linear fitting (red dashed line)
are also plotted in the inset image. The error bars are

smaller than the symbol size.

creases of the temperature. A constant temperature of
the sample would result in the red dashed line in Fig.
5(e).

Figure 6 also shows that the Q factor is almost
independent of temperature under these conditions. We
deduce an average value of 1.9± 0.4× 103 agreeing well
with the value observed at room temperature, as shown
in Fig. 4(d). We conclude that in this temperature
range the viscosity of the air and its resulting damping
are constant. When operating the membrane resonator
under these conditions, the FWHM of the ground
mode amounts to approximately 200 Hz, meaning that
temperature changes of 0.4 K are detectable. This
high temperature sensitivity makes Si3N4 membrane
resonators suitable as temperature sensors. For lower
pressures and even higher temperature resolution is
possible because of the higher Q-factor. For example, in
Fig. 5(c), the resonance frequencies of the lowest two
pairs of pressure values are shifted by 50 Hz and 130 Hz,

respectively, corresponding to a temperature variation
of 0.44 ◦C and 1.15 ◦C, respectively.

V. CONCLUSION AND SUMMARY

In summary, we present a method to determine the
eigenfrequencies and the Q factors of freestanding Si3N4

membranes at varying pressure by optical profilometry.
This Vibrometry In Continuous Light (VICL) method
uses the resonance curve of a damped driven harmonic
oscillator to decompose the response of the membrane
coupled to the excitation system into contributions of
the membrane and of the excitation system alone. With
the VICL method we determine the Q factors and the
eigenfrequencies of individual vibration modes of a Si3N4

membrane. We compare the best-fit results obtained
when fitting all individual resonance curves indepen-
dently, with a constrained fitting imposing correlations
between the fit results according to a damped linear os-
cillator with viscous friction. The eigenfrequencies of the
(1,1) and (2,2) mode correspond well to the expected val-
ues for a bending plate. The low-pressure limits of the
Q factors of these two modes are estimated to be 2× 104

as expected for membranes with the given ratio of lateral
size and thickness. Further investigations are necessary
to reveal the nature of the intrinsic damping. We find
that the (1,1) mode is well described by the harmonic
oscillator model, while the (2,2) mode reveals deviations
that we attribute to the finite accessible pressure and
the frequency range due to the onset of nonlinear com-
ponents for slightly higher excitation amplitudes. Small
variations of the resonance frequency can be attributed
to a slight temperature variation. In the intermediate
pressure range, when air damping is dominant, but the
SNR is high, the Q factor is independent of the temper-
ature around room temperature. These two properties,
the high sensitivity of the resonance frequency to the
test environment temperature and the robustness of the
Q factors open up the possibility to use the system as a
highly sensitive temperature sensor.
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