Structured light sheet fluorescence microscopy
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Abstract: A 3D structured light sheet microscope using a four-faceted
symmetric pyramid is presented. The sample is illuminated by the resulting
four beam interference field. This approach combines advantages of
standing wave and structured illumination microscopy. Examples of
micrographs of fluorescently labeled Chinese hamster ovary (CHO) cells as
well as of the compound eyes of drosophila are shown and the optical
sectioning ability of our system is demonstrated. The capabilities and the
limitations of the scheme are discussed.
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1. Introduction

Wide-field fluorescence microscopy techniques with axial section capability have recently
met a lot of interest, since they combine high sensitivity down to the single molecule
detection limit, short image acquisition times, and high 3D spatial resolution. The main
approaches are light sheet based fluorescence microscopy (LSFM), standing wave excitation
fluorescence microscopy (SWFM), and structured illumination microscopy.

LSFM techniques include variants such as Single Plane Illumination Microscopy (SPIM)
[1], digital scanned laser light sheet fluorescence Microscopy (DSLM) [2], orthogonal Plane
Fluorescence Optical Sectioning (OPFOS) [3], thin laser light sheet microscope (TLSM) [4],
ultramicroscopy [5], and objective-coupled planar illumination microscopy(OCPI) [6]. Their
common feature sample illumination with a thin light sheet, such that fluorescence is only
excited in the portion which is actually observed. This is equivalent to optical sectioning, but
generates less photo-damage outside the illuminated sheet plane, since specimens are exposed
to less light energy than in confocal and two-photon fluorescence microscopes [7].
Commonly, a cylindrical lens is used in LSFM to focus the Gaussian beam to a thin light
sheet. The focused light sheet then always has a divergence angle which is inversely
proportional to the thickness of the sheet such that the intensity distribution inside the focused
light-sheet is not uniform but has a Gaussian profile. The axial resolution of light sheet
microscopy is dominated by the thickness of the light sheet. While thinner sheets lead to
better axial resolution, they are also accompanied by a more pronounced non-uniform
intensity distribution. The non-uniform illumination problem can be solved by rotating the
specimen within the light sheet. Multi-view information can be combined into a single image
by image processing algorithm [8], but this limits the image acquisition speed and introduces
vibrations. Dodt et al. used two sided illumination to get more uniform illumination and
higher imaging speed [5]. Like this, however, only a minor improvement in the axial
resolution compared to standard wide field microscopy is achievable. Deconvolution
algorithms can be used to increase the axial resolution of LSFM, but this approach is time-
consuming [5, 9] and requires extensive computing resources.

In a different approach to depth resolved wide field microscopy, Bailey et al. [10, 11]
introduced standing wave excitation (SWFM). SWEM can be viewed as a kind of multi-layer
light sheet geometry. Fluorescence is excited in a series of parallel antinodal planes. Different
from the single light sheets formed by the cylindrical lens, the intensity distribution is
uniform inside each antinodes plane and varies rapidly in the axial direction. This leads to an
improved axial resolution of up to 50 nm. However, this technique is most powerful when the
thickness of the sample is comparable to the wavelength of light and just one or two antinodal
planes lie within it. Otherwise several planes are illuminated simultaneously and their
separation is difficult and will give a strong background [12].
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This problem is not present using structured illumination, which was introduced by Neil
[13] to wide field fluorescence microscopy as a means to discriminate against out-of-focus
background and to get higher axial resolution [14, 15]. The idea is based on the zero spatial
frequency being the only component of an image which is not attenuated with defocussing.
Projecting a single spatial frequency fringe pattern onto the sample, the microscope will then
image the grid pattern efficiently only on those parts of the sample which are in focus. Simple
processing of three spatially modulated wide-field images permits an optically sectioned
image to be extracted in real-time. The axial resolution of a structured illumination
microscope can be as good as that of a confocal microscope. There have been numerous
attempts to exploit structured illumination in microscopy to achieve different goals. Notably,
Gustafsson et al. [16-20] used basically the same principle to get subdiffraction resolution,
whereas Breuninger et al. also combined LSFM with structured illumination to improve the
axial resolution when imaging strongly scattering sample [21].

In this paper, we present a 3D structured light sheet microscope which combines the
advantages of standing wave microscopy and structured illumination microscopy. A four-
faceted symmetric pyramid is used to generate a four beam interference field with the same
periodicity in both lateral and axial direction. The sample is illuminated by a series of parallel
antinodal planes, which is analogous to the standing wave microscopy. However, the light
intensity inside each antinodal plane is not uniform but has the periodic distribution as found
in structured illumination microscopy. By using the same image processing method used as
Neil [13], the out of focus background excited simultaneously by the other antinodal planes
can be suppressed. According to our calculation, the axial resolution of our system is slightly
improved over the common structured illumination with fringe projection or grid projection
geometry. The optical sectioning capability of the method is demonstrated by imaging two
different biological samples.

2. Theory

Earlier, we have reported the generation of 2D and 3D optical structures by using rotationally
symmetric pyramids [22]. The four-faceted pyramid is a wave-front division optical element.
As Fig. 1(a) shows, a collimated beam incident on the base of the pyramid is deviated
cylindrically toward the optical axis due to refraction. After the pyramid, four refracted rays
overlap and interfere, resulting in a 3D interference lattice with the same periodicity in both
lateral and axial direction, as is shown in Fig. 1(b)

(@) 4 X (b)

= x\

Fig. 1. 4 beams interference by a four-faceted symmetric pyramid (a) and the resulting
interference lattice (b)

Figure 2 shows the planar geometrical scheme of a collimated beam passing through a
glass pyramid. The periodicity of the interference lattice can be written as A=A/2sinf), where A
is the wavelength and 0 is half of the beam crossing angle. The extension of the resulting
interference zone can be estimated by Z,.x *W, / tan (0), where w, denotes the radius of the
beam. Considering the light transmittance, the open angle y is usually designed to be very
small (we used a pyramid with y=7°). To a good approximation, the divergence angle 6 ~(n
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—1) vy, where n is the refractive index of the glass pyramid. In our experiment, wy is 1.5 mm, y
is 7°, and n is 1.5, such that we obtain Z,,, ~24.5mm.

Y

Fig. 2. Plane geometrical scheme of a collimated beam passing through a glass pyramid

The sample needs to be placed inside the interference zone defined by Z,,.,. In many cases
this will mean that the available space is too small in order to allow the fixation of objectives
and sample stage. To solve this problem, we build a telescope behind the pyramid by lens L;
and L, and move the interference zone far away from the optics. Figure 3 illustrates the
geometrical arrangement and parameters of the optical path. Based on the Gaussian formula
of geometrical optics, it is not difficult to derive the following equations:

_h=(fi+ fy)tan 6, +h! f)

ZmaX
tan(—6,)
7 :h—(f1+f2)(tan6’1+h/f1)_ A
e tan(—6,) f, tan(=6,)
tan(~6,) = tan 6, +£+h_(fl+f2)(tan01+h/fl) (1
fi f
h=w,—d, tan6,
6 =mn-ly
= -
Wy = Tﬂ_—_—
/J"i} [] =
_J,f;;:;:-f—
L d, e : Ji il S L L. AL N Yy

Fig. 3. Plane geometrical arrangement and parameters of a collimating beam passing through a
pyramid and a pair of lenses.
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In our setup, fi=125 mm, f,=50 mm are the focal lengths of L, and L,, d,=5mm.
Substituting these parameters into the Eq. (1) results in Z,,,,=77mm, Z,;,=73mm. Under these
conditions we can get an interference zone with a length of 4 mm and 73 mm away from L,.
Another advantage of this improved geometry is that according to Eq. (2), the final beam
crossing angle 6, is adjustable by changing the zoom ratio of the telescope formed by L, and
L,. Thus we can get different periodicities A of the structured light field in Fig. 1(b).

Ji tan((n —1)y)
/>

In order to obtain the three raw images with three spatial positions, we use a glass platelet
behind L, to change the phase difference J between k; and k,. The phase difference 6 can be
written as:

A =A4/2nsiné,, while tan(d,) = 2)

_2_7z nt 3 nt 3)
2 cos(f+6,) cos(f-06,)

Where n is the refractive index of the glass platelet, and ¢ is its thickness. According to Eq.
(3), for small rotation angles S, the phase difference ¢ is directly proportional to f. Thus by
rotating the plate glass, the interference pattern can be moved laterally and three images with
a phase difference of 0=120° between any two images can be recorded. As is shown in Fig. 4,

[— r [ Pi— ., 0 5 - v
Z(mm) 00z 002 - \mcf\\ Zl'n'rm) o0z 00z N kmﬂ“\ mem) o0 08 kﬁ\ﬂ“

Fig. 4. Moving the interference pattern laterally by changing the phase difference J. (a) 0=0°,
(b) 0=120°, (c) 6=240°. (Media 1)

3. Experimental setup

Figure 5 shows the experimental layout of our structured light sheets microscopy system. A
diode-pumped Solid-State laser (VERDI V18, Coherent Inc., USA) working at a wavelength
of 532 nm, after beam collimating, is deviated into 4 beams by the pyramid prism. The four
beams pass through lens L, and L, and then interfere to a 3D structured pattern. In order to
get a high contrast interference field the beams must be S polarized. The sample is fixed on a
sample stage and illuminated by the 3D structured field. A plate glass is fixed on a rotation
stage to control the phase difference between k, and k,. The fluorescence signal was detected
perpendicular to the excitation beam path by using a 40x objective (HCX PL Apo, NA 0.85,
Leica, Germany) or a long working distance 20x objective(EO M Plan HR, NA 0.6, 13mm
working distance, Edmund Optics, USA). A USB CCD camera (DMK 41BU02, 1280%960
pixels, The Imaging Source Europe GmbH, Germany) is employed to capture the 2D
fluorescence image. A long-pass filter (LP02-568RS, AHF Analysentechnik AG, Germany) is
put in front of the camera to block the excitation laser beams. The maximum laser powers on
the sample used in our experiments are 50 mW. During the recording process, three images
Ly, 11205 r40°) With a phase shift of =120° between any two images are acquired for each
plane in the stack of images The recording time varies between 0.05 and 0.1 s for one image.
Each image triple is then processed according to Neil [13, 14]

I.(y,2)= \/[(I() _1120)2 + Uy _1240)2 + Ly _1(1)2)]/2 4)
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Fig. 5. Schematic of the experimental system.
3.2 Materials

The wild-type Chinese Hamster Ovary clone cells (Toronto strain) were grown in Eagle’s
minimum essential medium (Gibco) supplemented with 8% heat inactivated foetal bovine
serum (Gibco), 0.584 g/L. L-glutamine (Gibco), 3.5 g/L. D-glucose (Sigma), 2.95 g/L tryptose-
phosphate (Sigma), 100 U/mL penicillin (Gibco), 100 mg/L streptomycin (Gibco) and BME
vitamins (Sigma).

The penetration of propidium iodide (PI) was performed by electroporation. The electric
field generator (GHT Unipolar 2000V, Betatech, Toulouse, France) delivers square-wave
electric pulses. Two stainless-steel plate parallel electrodes (length = 10 mm, inter-electrode
distance = 4 mm), connected to the voltage generator, give a uniform electric field. Cells in
suspension (106 cells) were centrifuged for 5 min at 120 x g, resuspended in 100 uL PI-
containing pulsation buffer (i.e. 100uL PI in 10 mM phosphate pH 7.4, 1 mM MgCl2, 250
mM sucrose), and put between the 4 mm plate electrodes. The electric field parameters were
10 pulses of 5 ms length, 0.7 kV/cm intensity and 1 Hz frequency at room temperature (RT).

Drosophilae were raised in the standard medium (100 ml, containing 91.8 ml of water,
11.8 g of sugar beet syrup, 1.08 g of yeast, 0.406 g of agar, 9.4 g of cornmeal and 0.24 ml of
propionic acid) at 25°C, 65% relative humidity under a 12/12 light/dark cycle. All
experimental drosophilae were female and at the age of from 14 to 21 days. The head was
separated from the body by using micro-scissors (Fine Science Tools Inc. Europe).

4. Results and discussion

This section demonstrates the optical sectioning abilities of our method. In structured
illumination microscopy, the normalized spatial frequency v =A/ (A*NA) is introduced in
order to describe the axial response of the system, where A is the wavelength and A is the
spatial periodicity of the projected structure. The v =0 case corresponds to the conventional
wide field microscope, while the maximum sectioning strength corresponds to a normalized
spatial frequency v =1 [15]. In our experimental setup the period of the illuminating fringes
was adjusted to A = 1.75 pm. With the objective used, either a 40x objective or a long
working distance 20x objective this corresponds to v =0.5071 and v =0.3579, respectively.

Figure 6 shows a series images of the thick volume structure of the compound eyes of
drosophila with the 20X, 0.6 NA, long working distance objective. The distance between the
successive series of images in the figure is 10um. In the left column we show the optically
sectioned images, whereas in the right column of the images the corresponding conventional
wide field images are shown. This figure demonstrates optical sectioning, as well as improved
contrast in comparison to the conventional image.
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Fig. 6. Example of a through-focus series of images of compound eyes of drosophila, scale bar
is 20 um, the distance between planes is 10 pm.

Our method also can be used to observe single cells in vivo. In Fig. 7 we show an image
series of propidium iodide (PI) labeled Chinese hamster ovary (CHO) cells with the 40X, 0.85
NA objective. The distance between the successive series of images in the figure is 1.75um.
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In the left column we show the optically sectioned images, whereas in the right column of the
images the corresponding conventional wide field images are shown.

Fig. 7. Example of a through-focus series of images of propidium iodide labeled Chinese
hamster ovary cells, scale bar is 10 um, the distance between planes is 1.75 pm.

Structured illumination microscopy has an axial resolution which is comparable to
confocal microscopy. There are two methods of obtaining structured illumination: fringe
projection [13] and grid projection [14]. Compared to the grid projection geometry, fringe
projection uses two coherent beams which interfere to get the structured illumination. This
has the advantages of a simple setup and reduced aberrations, but comes with the price of
poorer axial resolution. In the fringe projection case, the fringe pattern is uniform in depth
along the optic axis, while in the grid projection approach, the structured pattern is formed by
imaging a physical grid onto the specimen. The signal is detected with the same objective,
hence the fringe pattern is attenuated with defocusing resulting in an improvement of the axial
resolution of the grid projection system [15]. Our four beam interference geometry combines
the advantages of both methods.

As a combination of standing wave microscopy and structured illumination microscopy,
the intensity structure of the four beam interference geometry has both a varying axial and a
varying lateral intensity distribution. The axial point spread function (PSF) of our system can
be calculated by multiplying the x axial intensity distribution of illumination (as shown in
Fig. 1(b)) with the PSF of the detection. The periodicity of the axial intensity of the four
beams interfering field is adjustable by changing the beam crossing angle 0 and the axial
resolution of our system. It can be smaller than the structured illumination with fringe and
grid projection geometry. We compared the axial response of these three kinds of structured
illumination geometry by the method described in [15], as is shown in Fig. 8 by using the 20x
NA 0.6 objective. The FWHM of the axial response of our system can be smaller than 1
micron, which is less than the axial period (1.75um) of the four beams interference lattice.
The out of focus background can be completely suppressed. While our approach cannot
reduce photo-bleaching to the degree as encountered in LSFM, the light intensity at the
maxima of the four beams interfering field is 16 times that of the incident beams. This implies
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that four times less total incident power can be used compared to fringe projection and 16
times less compared to grid projection structured illumination geometries.

1 T T T
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oap
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Fig. 8. Simulated axial response of structured illumination with fringe and grid projection and
our 4 beams interference geometry

Our structured light sheet microscopy and other recent techniques, such as SWFM [10-
12], 4Pi confocal [23], I"'M [24] or I°S [25], are all based on interference. The phase of the
interference is determined by the optical path length difference between the interferential
branches. For maximum interference contrast, this difference should be small compared to the
coherence length of the light, and the ideal condition is zero path length difference. Splitting a
laser beam into several components of equal intensity usually requires a complicated
experimental setup and suffers from low stability. Using a diffractive beam splitter one can
easily get a multi-beam with more components, but at the disadvantage of low transmittance
and of laser mode degradation. The solution presented here is based on pyramids made from
optical glass. They have the benefit of good stability, high damage threshold and high
transmission, and can be used with all kinds of CW and pulsed lasers. The zero path length
difference can be easily matched.

It should be noted that the interference effects can be disturbed by refractive index
mismatch between the sample and surrounding media. This problem can be diminished by
sample preparation protocols or by deconvolution algorithms. It has been pointed out that
sample preparation is an important issue with LSFM techniques [26]. In our case the
difficulties are smaller, since long working distance objectives are used. The simplest
approach then is to put the specimen into a chamber with four glass windows and filled with
refractive index matched solution or to fix it between two thin glass cover slides. Actually,
sometimes it is difficult to perfectly eliminate the phase error over the entire image
(1280%960), however, within a sub-area of the image, this error is small enough to be
neglected.

5. Conclusion

In conclusion we have presented a new approach to implementing a 3D structured light sheet
microscopy geometry with an increased axial resolution by using a four-faceted symmetric
pyramid. Examples of micrographs of fluorescently labeled Chinese hamster ovary (CHO)
cells as well as of the compound eyes of drosophila are given and the optical sectioning
ability of our system is demonstrated. Our technique is simple to implement and combines
advantages of both standing wave and structured illumination microscopy.
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